Bacterial infection and toxic metal ions releasing are the challenges in the clinical application of Ti6Al4V alloy implant materials. Copper is a kind of long-acting, broad-spectrum and safe antibacterial element, and Ta 2 O 5 has good corrosion resistance, wear-resistance and biocompatibility, they are considered and chosen as a potential coating candidate for implant surface modification. In this paper, magnetron sputtering technology was used to prepare copper doped Ta 2 O 5 multilayer composite coating Cu-Ta 2 O 5 /Ta 2 O 5 /Ta 2 O 5 -TiO 2 /TiO 2 /Ti (Cu-MTa 2 O 5 for short) on Ti6Al4V alloy surface, for studying the effect of copper incorporation on the microstructure, wettability, anticorrosion and antibacterial activities of the composite coating. The results showed that Cu-MTa 2 O 5 coating obviously improves the hydrophobicity, corrosion resistance and antibacterial property of Ti6Al4V alloy. In the coating, both copper and Ta 2 O 5 exhibit an amorphous structure and copper mainly presents as an oxidation state (Cu 2 O and CuO). With the increase of the doping amount of copper, the grain size, roughness, and hydrophobicity of the modified surface of Ti6Al4V alloy are increased. Electrochemical experiment results demonstrated that the corrosion resistance of Cu-MTa 2 O 5 coated Ti6Al4V alloy slightly decreased with the increase of copper concentration, but this coating still acts strong anticorrosion protection for Ti6Al4V alloy. Moreover, the Cu-MTa 2 O 5 coating can kill more than 97% of Staphylococcus aureus in 24 h, and the antibacterial rate increases with the increase of copper content. Therefore, Cu-MTa 2 O 5 composite coating is a good candidate for improving anticorrosion and antibacterial properties of Ti6Al4V alloy implant medical devices.
Introduction
Reducing postoperative pain and the probability of postoperative complications, and speeding up the recovery of patients are both urgent problems to be addressed in the clinical application of implant materials [1] . Therefore, many scholars have carried out a lot of studies on improving the properties of implant materials such as stainless steel, titanium and its alloy, etc. [2] [3] [4] . Unfortunately, many problems, such as bacterial infection during surgery and toxic ion release during service, have electrochemical workstation and coating plate count method, respectively. As far as we know, this is the first study on the effect of copper doping on the microstructure and properties of Ta 2 O 5 multilayer composite coatings on Ti6Al4V titanium alloys.
Materials and Methods

Coating Deposition
The substrates are silicon wafer (10 mm × 10 mm × 2 mm) and Ti6Al4V titanium alloy (10 mm × 10 mm×0.6 mm). The composition of Ti6Al4V titanium alloy is Al, 6.8 wt %; V, 4.5 wt %; Fe, 0.3 wt %; O, 0.2 wt %; C, 0.1 wt %; N, 0.05 wt %; H, 0.015 wt %; and the surplus, Ti. Ta 2 O 5 , Ti and Cu target material (ZNNM., Beijing, China) have a size of Ø 75 mm × 4 mm and a purity of 99.99%. Argon is used as the working gas, oxygen as the reaction gas, their purity is 99.99%.
The structural diagram of Cu-MTa 2 O 5 multilayer composite coating is presented in Figure 1 . The first to the third layer of the composite coating is the intermediate transition layer, which is used to enhance the adhesion strength between the Ta 2 O 5 coating and the Ti6Al4V substrate. The fourth layer, Ta 2 O 5 , and the fifth layer, Cu-Ta 2 O 5 , both are functional layers, which have functions of corrosion resistance and antibacterial effect respectively. Before depositing the coating, the Ti6Al4V substrate was successively ground with 240 to 2000 mesh SiC sandpaper, then polished for 10 min with 5 microns diamond paste and 500 nm alumina solutions respectively. Subsequently, the samples were washed under ultra-sonication for 15 min by acetone and anhydrous ethanol, respectively. After being dried by vacuum dryer, the samples were loaded into magnetron sputtering coating system (JCP-450, BJTN., Beijing, China) which can simultaneously install three targets and has three power sources of radio-frequency (RF), direct current (DC) and intermediate frequency (IF) (see Figure 2 ). The plasma was then employed to clean the substrates so as to remove the surface contamination and enhance surface activity.
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Coating Deposition
The structural diagram of Cu-MTa2O5 multilayer composite coating is presented in Figure 1 . The first to the third layer of the composite coating is the intermediate transition layer, which is used to enhance the adhesion strength between the Ta2O5 coating and the Ti6Al4V substrate. The fourth layer, Ta2O5, and the fifth layer, Cu-Ta2O5, both are functional layers, which have functions of corrosion resistance and antibacterial effect respectively. Before depositing the coating, the Ti6Al4V substrate was successively ground with 240 to 2000 mesh SiC sandpaper, then polished for 10 min with 5 microns diamond paste and 500 nm alumina solutions respectively. Subsequently, the samples were washed under ultra-sonication for 15 min by acetone and anhydrous ethanol, respectively. After being dried by vacuum dryer, the samples were loaded into magnetron sputtering coating system (JCP-450, BJTN., Beijing, China) which can simultaneously install three targets and has three power sources of radio-frequency (RF), direct current (DC) and intermediate frequency (IF) (see Figure 2 ). The plasma was then employed to clean the substrates so as to remove the surface contamination and enhance surface activity. Figure 3 shows that the deposition sequence of each film layer in Cu-MTa2O5 multilayer coating is Ti layer, TiO2 layer, TiO2-Ta2O5 layer, Ta2O5 layer and Cu-Ta2O5 layer in turn. Ti and Cu were deposited by direct current sputtering, TiO2 by direct current reactive sputtering, while Ta2O5 by radio frequency sputtering. Since the deposition rate of the metal film is positively proportional to sputtering power in an argon atmosphere, the doping amount of Cu in Cu-MTa2O5 composite coating can be adjusted by sputtering power of the Cu target. The sputtering power of Cu is set to be 0, 40, 60 and 80 W, and the corresponding codes of Cu-MTa2O5 multilayer composite coating samples are C0, C1, C2 and C3 respectively. The preparation parameters of the coating are shown in Table 1 . The expected thickness of Ti film, TiO2 film, TiO2-Ta2O5 film, Ta2O5 film and Cu-Ta2O5 film are estimated to be about 200 nm, 50 nm, 100nm, 1000 nm and 250-450 nm, respectively. Silicon substrate coating samples were applied for characterization of coating surface and section, while Ti6Al4V substrate coating samples were used for performance study. 
Coatings Characterization
Scanning electron microscope (Helios Nanolab G3 UC, Thermo Fisher Scientific Inc., USA) was employed to analyze the surface and interface micromorphology of coating specimens. The roughness of the coating surface was detected by AFM (EasyScan2, Switzerland). XRD (Ultima IV, Rigaku Corporation, Japan) was used to analyze the phase composition of the coating. The content of coating elements on the surface and cross-section of specimens was analyzed with EDS (Team Octane Plus, Ametek Group, USA). Element composition and chemical state of the coating surface were studied by XPS (EscaLab 250Xi, Thermo Fisher Scientific Inc., USA).
Contact Angle Tests
Generally, the contact angle (CA) is applied to assess the wettability of the sample surface [42] . At room temperature of 20 °C and ambient humidity of 50%, the CA measuring instrument (JC20001, POWEREACH, Shanghai, China) was used to determine the water contact angle of the sample. During the test, the liquid drops were placed on the sample surface with a standard microinjector and captured by a camera. In order to obtain accurate CA value, five different positions on the surface of the sample were measured, and the average value was taken as the test result. 
Coatings Characterization
Contact Angle Tests
Generally, the contact angle (CA) is applied to assess the wettability of the sample surface [42] . At room temperature of 20 • C and ambient humidity of 50%, the CA measuring instrument (JC20001, POWEREACH, Shanghai, China) was used to determine the water contact angle of the sample. During the test, the liquid drops were placed on the sample surface with a standard microinjector and captured by a camera. In order to obtain accurate CA value, five different positions on the surface of the sample were measured, and the average value was taken as the test result.
Electrochemical Experiments
The corrosion properties of the sample were tested by PS-268A electrochemical detection system (SP-15/20A, Bio-Logic Science Instruments, France). During the test, simulated body fluid (SBF) with pH of 7.4 was used as electrolyte [43] . Platinum plate, saturated Ag/AgCl and target sample were used as counter electrode (CE), reference electrode (RE) and the working electrode (WE), respectively, where 1 cm 2 of specimen surface area was exposed to SBF solution. The measurement range of the potentiodynamic polarization curve was −0.3~2.0 V, and the scanning rate was 1mV/s. Corrosion parameters including corrosion potential (E corr ) and corrosion current (I corr ) can be calculated from the potentiodynamic polarization curve by Tafel extrapolation. The polarization resistance (R p ) can be calculated by the following formula [44, 45] :
where, β a and β c are the Tafel slopes of the anode and cathode, respectively. All experiments were repeated three times and the experimental data were averaged.
Antibacterial Test
The plate counting method is the most common method for the quantitative evaluation of antibacterial properties of materials [41] . S. aureus is one of the common pathogens causing implant-related infection and implant inflammation [41] . In this study, the antibacterial effect of the sample on S. aureus (ATCC6538, Guangzhou Institute of Microbiology, Guangzhou, China) was tested by the plate counting method. Before the experiment, all specimens were sterilized by a vertical pressure steam sterilizer (parameters: 121 • C, 0.1 MPa, 30 min). The concentration of bacterial suspension was adjusted to 10 7 CFU/mL by 0.9% of NaCl solution. 4 mL of bacterial suspension was injected into a sterile glass tube, the sample was placed in it and sealed, and then incubated in a shaking incubator for 24 h (ambient temperature was 37 • C). After that, the sample was taken out from the glass tube and the liquid was shaken for a uniform solution, then 100 µL of this bacterial solution was evenly coated on the agar plate and cultured in shaking incubator at 37 • C for 24 h. The automatic colony imaging analysis system (Sphere Flash, Barcelona, Spain) was used to take photos of the plate and count the active bacteria. The sterilizing rate (X) of the sample is calculated using the following formula [25] :
where M and N is the average number of alive S. aureus colonies found on Ti6Al4V alloy and coating specimens, respectively. Figure 2a shows that Ta 2 O 5 coating on the surface of the C0 sample is smooth, with small grain size and no obvious defects such as pores and cracks. With the increase of Cu incorporation into Ta 2 O 5 coating, the grain diameter and grain boundary gap increased, and the microstructure density decreased (see Figure 4b -d). The increase of grain size is related to Cu grain agglomeration around Ta 2 O 5 grain [46] . Figure 4e ,f shows the AFM images of the coating sample surfaces with a scanning range of 5 µm × 5 µm and their corresponding roughness values. As shown in this Figure, the surface of all samples is composed of peak-type particles, the particle size is increased with the increasing of doped Cu element. The average values of surface roughness (R a ) of the C0 sample without Cu doping is 3.48 ± 0.3 nm. The surface roughness of the C1 sample that mixed with 7.14 at % Cu is increased to 12.8 ± 0.3 nm. With the increase of Cu element incorporation, the surface roughness of C2 and C3 samples increased to 14.5 ± 0.2 nm and 30.0 ± 0.3 nm, respectively. Fewer doped elements in the coating can increase the compactness of the layer and reduce the surface roughness, while higher incorporated elements can increase the surface roughness [47] . These results show that the increase of Cu content will significantly affect the surface structure of the composite coating, inducing in the increase of grain size and roughness on the surface of these coatings.
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Two characteristic peaks of Cu 2p3/2 and Cu 2p1/2 appear in the high-resolution spectrum of Cu 2p shown in Figure 8c , and are deconvolved to obtain the high-resolution spectrum of Figure 8d and Figure 8e , respectively. In Figure 8d , the peak at the binding energy of 933.9 eV is related to CuO, while the peak of 932 eV is related to Cu or Cu2O [34] . The peak located at 951.8 eV could be ascribed to the Cu 2p1/2 from Cu or Cu2O in the high-resolution spectrum of Figure 8e , while the peak located at 953.7 eV is from CuO. In addition, two satellite peaks are also observed, which are attributed to [49] . The appearance of an amorphous structure could be related to low deposition temperature and low sputtering power [50, 51] . Previous studies have found that when the annealing temperature is about 800 • C, the Ta 2 O 5 film deposited by sputtering at room temperature starts to crystallize, while the crystallization temperature of Cu film is above 300 • C [52, 53] . In addition, the diffraction peak of Ti appears in the XRD pattern, which may be due to the porous structure and small thickness of the coating, causing Ti to diffuse from the intermediate layer or substrate to the coating surface. With the increase of Cu incorporation, the coating thickness increases, and the strength of the Ti peak gradually decreases. The chemical valence of the elements in the coating needs to be further determined by XPS testing. [49] . The appearance of an amorphous structure could be related to low deposition temperature and low sputtering power [50, 51] . Previous studies have found that when the annealing temperature is about 800 °C, the Ta2O5 film deposited by sputtering at room temperature starts to crystallize, while the crystallization temperature of Cu film is above 300 °C [52, 53] . In addition, the diffraction peak of Ti appears in the XRD pattern, which may be due to the porous structure and small thickness of the coating, causing Ti to diffuse from the intermediate layer or substrate to the coating surface. With the increase of Cu incorporation, the coating thickness increases, and the strength of the Ti peak gradually decreases. The chemical valence of the elements in the coating needs to be further determined by XPS testing. [17] .
Two characteristic peaks of Cu 2p3/2 and Cu 2p1/2 appear in the high-resolution spectrum of Cu 2p shown in Figure 8c , and are deconvolved to obtain the high-resolution spectrum of Figure 8d and Figure 8e , respectively. In Figure 8d , the peak at the binding energy of 933.9 eV is related to CuO, while the peak of 932 eV is related to Cu or Cu2O [34] . The peak located at 951.8 eV could be ascribed to the Cu 2p1/2 from Cu or Cu2O in the high-resolution spectrum of Figure 8e , while the peak located at 953.7 eV is from CuO. In addition, two satellite peaks are also observed, which are attributed to energy position of 531.3 eV, 530.2 eV and 529.8 eV could be attributed to Ta2O5, CuO and Cu2O, respectively [54] [55] [56] . These results show that the chemical state of the Ta element in Cu-MTa2O5 composite coating is Ta2O5, while both CuO and Cu2O existed as state Cu elements. More importantly, Ta2O5 can improve the corrosion resistance and biocompatibility of the implant material [15] , while CuO and Cu2O can improve the antibacterial activity of the implant material [34] . Two characteristic peaks of Cu 2p 3/2 and Cu 2p 1/2 appear in the high-resolution spectrum of Cu 2p shown in Figure 8c , and are deconvolved to obtain the high-resolution spectrum of Figures 8d and 8e , respectively. In Figure 8d , the peak at the binding energy of 933.9 eV is related to CuO, while the peak of 932 eV is related to Cu or Cu 2 O [34]. The peak located at 951.8 eV could be ascribed to the Cu 2p 1/2 from Cu or Cu 2 O in the high-resolution spectrum of Figure 8e , while the peak located at 953.7 eV is from CuO. In addition, two satellite peaks are also observed, which are attributed to CuO (Figure 8c) , which further confirms the existence of CuO in the coating [33] . Since copper is easy to be oxidized, the oxidation state of copper is observed in this Cu doped in C3 coating.
In high-resolution XPS spectrum of O 1s (Figure 8f ), three deconvolution peaks at binding energy position of 531.3 eV, 530.2 eV and 529.8 eV could be attributed to Ta 2 O 5 , CuO and Cu 2 O, respectively [54] [55] [56] . These results show that the chemical state of the Ta element in Cu-MTa 2 O 5 composite coating is Ta 2 O 5 , while both CuO and Cu 2 O existed as state Cu elements. More importantly, Ta 2 O 5 can improve the corrosion resistance and biocompatibility of the implant material [15] , while CuO and Cu 2 O can improve the antibacterial activity of the implant material [34] .
Wettability
Wettability is one of the important surface properties of implant materials that affect cell/bacterial response, which is generally evaluated by testing the surface contact angle [41] . Figure 9 is the test result of the water contact angle on the surface of the sample. The contact angles of coated samples are all greater than that of uncoated Ti6Al4V alloy (73 ± 1 • ). The contact angle of C0 sample without adding Cu was 81.68 ± 1 • . With the increase of Cu incorporation in the coating, the contact angle is gradually increased. The contact angle of the C3 sample with the most Cu content was 105.51 ± 1.5 • . This is because the roughness surface of this sample, it is increased with the adding of Cu element, and the contact angle is in direct proportion to the surface roughness [57] .
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Anticorrosion Property
In addition, the Icorr value of Ti6Al4V alloy (1.07 ± 0.02 μA/cm 2 ) was the highest among all specimens, while the Icorr values of coating specimens decrease first and then increases with the increase of Cu incorporation, and the Icorr value of C1 sample (0.26 ± 0.01 μA/cm 2 ) was the lowest. In Figure 10d , Ti6Al4V alloy shows the smallest Rp value, while the C1 sample with the least addition of Cu has the highest Rp value. Higher Ecorr, smaller Icorr and larger Rp may make the materials more resistant to corrosion [15] . These results indicate that the Cu-MTa2O5 composite coating has a good effect of corrosion protection on Ti6Al4V alloy. The improvement of anticorrosion property for these coating specimens is attributed to the excellent chemical stability of Ta2O5 ceramic coating [58] . A small amount of Cu can improve the densification of the coating, and prevent the substrate from eroding by corrosion ions, and enhance the anticorrosion property of the substrate. However, since Cu can be easily oxidized, when the addition of Cu in the coating is relatively large, more copper ion is released into the corrosive solution, leading to a reduction in anticorrosion property of the sample [59] . Figure 10a shows the electrochemical potentiodynamic polarization curve of the specimens in SBF, Figure 10b ,c presents the corrosion parameters corresponding to Figure 10a obtained by Tafel extrapolation. The E corr value of bare Ti6Al4V is −0.42 V, while the E corr values of all coating specimens are higher than that of bare Ti6Al4V. However, the E corr values of coating specimens decrease with the increase of Cu content, where C0 (0.03 ± 0.01 V) has the highest E corr value, followed by C1 (−0.04 ± 0.03 V), C2 (−0.06 ± 0.05 V) and C3 (−0.08 ± 0.01 V).
In addition, the I corr value of Ti6Al4V alloy (1.07 ± 0.02 µA/cm 2 ) was the highest among all specimens, while the I corr values of coating specimens decrease first and then increases with the increase of Cu incorporation, and the I corr value of C1 sample (0.26 ± 0.01 µA/cm 2 ) was the lowest. In Figure 10d , Ti6Al4V alloy shows the smallest R p value, while the C1 sample with the least addition of Cu has the highest R p value. Higher E corr , smaller I corr and larger R p may make the materials more resistant to corrosion [15] . These results indicate that the Cu-MTa 2 O 5 composite coating has a good effect of corrosion protection on Ti6Al4V alloy. The improvement of anticorrosion property for these coating specimens is attributed to the excellent chemical stability of Ta 2 O 5 ceramic coating [58] . A small amount of Cu can improve the densification of the coating, and prevent the substrate from eroding by corrosion ions, and enhance the anticorrosion property of the substrate. However, since Cu can be easily oxidized, when the addition of Cu in the coating is relatively large, more copper ion is released into the corrosive solution, leading to a reduction in anticorrosion property of the sample [59] . Figure 11 shows the appearance of S. aureus colony on the surface of the agar plate. The Figure shows the characteristics of bacterial colonies after the sample is co-cultured with bacterial liquid for 24 h and then cultured on the surface of the agar plate for 24 h. The largest number of bacterial colonies is observed in the polished Ti6Al4V sample (Figure 11a ), the second one is C0 sample. But the bacterial colonies cultured with Cu doped samples C1, C2 and C3 are significantly reduced, with only 40, 10 and 2 of strains, respectively, and the antibacterial rate is more than 90% (Figure 11c,d) . These results show that Ta2O5 coating has a certain bactericidal ability, while Cu doped Ta2O5 coating has excellent antibacterial properties by compared with pure polished Ti6Al4V alloy.
Antibacterial Properties
The antibacterial effect of Cu-containing coating is attributed to Cu ions dissolved from the coating [34] . As shown in Figure 12 , when the Cu-bearing coating sample is immersed in the bacterial solution, Cu ions are released from the coating surface and diffuse into the solution. These Cu ions are adsorbed on the cell membrane of bacteria through electrostatic action, which limits the activity of bacteria, inducing metabolic disorders and cell death [60] . Moreover, after contact with bacteria, Cu ions penetrate the membrane into the cell, which destroys membrane integrity and leads to cell death due to the leakage of the cytoplasm such as proteins and reducing sugars [61] . In addition, Cu ions entering the cell can damage the respiratory chain of the bacterial, cause the production of a large amount of ROS, degradation of DNA and proteins, and ultimately cell death [26] . The antibacterial activity of C0 sample is related to the amorphous structure [62] and the release of Ta 5+ ions [24] . But at present, there is few researches focus on the antibacterial mechanism of Ta2O5, and its detailed mechanism needs to be further investigated carefully. Figure 11 shows the appearance of S. aureus colony on the surface of the agar plate. The Figure shows the characteristics of bacterial colonies after the sample is co-cultured with bacterial liquid for 24 h and then cultured on the surface of the agar plate for 24 h. The largest number of bacterial colonies is observed in the polished Ti6Al4V sample (Figure 11a ), the second one is C0 sample. But the bacterial colonies cultured with Cu doped samples C1, C2 and C3 are significantly reduced, with only 40, 10 and 2 of strains, respectively, and the antibacterial rate is more than 90% (Figure 11c,d) . These results show that Ta 2 O 5 coating has a certain bactericidal ability, while Cu doped Ta 2 O 5 coating has excellent antibacterial properties by compared with pure polished Ti6Al4V alloy.
The antibacterial effect of Cu-containing coating is attributed to Cu ions dissolved from the coating [34] . As shown in Figure 12 , when the Cu-bearing coating sample is immersed in the bacterial solution, Cu ions are released from the coating surface and diffuse into the solution. These Cu ions are adsorbed on the cell membrane of bacteria through electrostatic action, which limits the activity of bacteria, inducing metabolic disorders and cell death [60] . Moreover, after contact with bacteria, Cu ions penetrate the membrane into the cell, which destroys membrane integrity and leads to cell death due to the leakage of the cytoplasm such as proteins and reducing sugars [61] . In addition, Cu ions entering the cell can damage the respiratory chain of the bacterial, cause the production of a large amount of ROS, degradation of DNA and proteins, and ultimately cell death [26] . The antibacterial activity of C0 sample is related to the amorphous structure [62] and the release of Ta 5+ ions [24] . But at present, there is few researches focus on the antibacterial mechanism of Ta 2 O 5 , and its detailed mechanism needs to be further investigated carefully. 
Conclusions
In conclusion, Cu-Ta2O5/Ta2O5/Ta2O5-TiO2/TiO2/Ti (Cu-MTa2O5 for short) multilayer composite coating with different Cu incorporation content is fabricated on Ti6Al4V alloy by magnetron sputtering. The effect of Cu content on microstructure, wettability, corrosion resistance and antibacterial activity of the composite coating was investigated. The surface of the Ta2O5 multilayer composite coating with or without copper had greater surface roughness and water contact angle than Ti6Al4V alloy. With the increase of copper content, the surface roughness and hydrophobicity of the copper-containing coating samples were increased. More importantly, although the corrosion potential of the copper-doped coating samples is slightly lower than that of copper-undoped coating sample, it shows smaller corrosion current and is able to effectively prevent the corrosion medium from attacking the Ti6Al4V alloy. In addition, the antibacterial rate of Cu-MTa2O5 multilayer composite coating containing 7.14 at% copper reached 97.8 ± 3%, and improved with the increase of copper content. Therefore, this study can provide useful help in the multi-functionalization of Ti6Al4V alloy surface modification for biomedical implant applications. However, further effort, such as preparation parameter optimization and biocompatibility assessment of Cu-MTa2O5 coatings, needs to be carried out. 
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Conclusions
In conclusion, Cu-Ta 2 O 5 /Ta 2 O 5 /Ta 2 O 5 -TiO 2 /TiO 2 /Ti (Cu-MTa 2 O 5 for short) multilayer composite coating with different Cu incorporation content is fabricated on Ti6Al4V alloy by magnetron sputtering. The effect of Cu content on microstructure, wettability, corrosion resistance and antibacterial activity of the composite coating was investigated. The surface of the Ta 2 O 5 multilayer composite coating with or without copper had greater surface roughness and water contact angle than Ti6Al4V alloy. With the increase of copper content, the surface roughness and hydrophobicity of the copper-containing coating samples were increased. More importantly, although the corrosion potential of the copper-doped coating samples is slightly lower than that of copper-undoped coating sample, it shows smaller corrosion current and is able to effectively prevent the corrosion medium from attacking the Ti6Al4V alloy. In addition, the antibacterial rate of Cu-MTa 2 O 5 multilayer composite coating containing 7.14 at% copper reached 97.8 ± 3%, and improved with the increase of copper content. Therefore, this study can provide useful help in the multi-functionalization of Ti6Al4V alloy surface modification for biomedical implant applications. However, further effort, such as preparation parameter optimization and biocompatibility assessment of Cu-MTa 2 O 5 coatings, needs to be carried out.
